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Note on schematics:  In the Adobe Acrobat format of this manual, the schematics 
are scalable.  If the schematics are printed on 8½” by 11” paper, they are 
unreadable.  To print the schematics so that they are readable, select the print 
function in the Adobe Acrobat reader, and print only the schematic pages to a 
printer capable of printing on 11” by 17” paper. 

If a printer capable of printing on 11” by 17” paper is not available, then by 
zooming in the Adobe Acrobat reader, the schematics can be viewed quite nicely.   
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